FN—EII.IE LTR ON SITE SPEED GAUBRA "ION SHEE i

)
LTR SERIAL NUMBER 756
| INDENTIFICATION
ECustumer Cedar Rapids IA
'Location 16th & Williams NB - Lane 1
kl.ﬂca'l’inn Code WILNB
%Callhratmn date 9/14/2015
gcalihraﬁﬂn Technician Name Brian Grace
EEIEEutEd by: Company Gatso USA
'USED TSS DEVICE N
‘Serial number TSS simulator 100401 Calibration date 6/20/2015
éSerial number TSS antenna 2080083 Calibration date 6/20/2015
| | - _
L'UISUAL INSPECTION e
Ets there any physical damage to housing? [l Yes Ei No
%FS the LTR cable connector weather-tight? HF YES O ND Notes
'SITE CONFIGURATION FILE HEEE
Site configuration file downloaded IE/ Yes EI Nu Saved as WILNB
ﬁ
%SPEED CALIBRATION

JEenerate speeds with the TSS and calibrate the measurement of the LTR according procedure CI-07-07-USA.
JRepeat measurements 3 times for each value.

a--\.- o e

LTRis set and calibrated in direction
e 2

! Apprﬂachlng

= ——

| Speedin Limits Speedin Measured speeds by LTR Results within limits
~ km/h min  max mph ist 2nd 3rd

15 14 16 9.3 8.7 9.9 6"' 3 9 3 7 5 g’ Yes [ No
. 24 23 25 149 143 155 /4.9 14 14 ¢ & Yes O No
Ir 43 47 49 25.8 29.2 304 ' 24 29.7 [E/ Yes L] No
| 29% 298 ANgLE

| 72 71 73 44.7 441 454 LH 7 W 7 %7 Yes [ No
: 96 95 97 59.7 59.0 603 Sfi '?’ 57' g 5’7 3 A Yes | No
120 118.8 121.2 74.6 73.8 753 7,_'( & 74 (. 2l & Yes [ No
144 1426 1454 89.5 886 90.4 M5 | 315 | §Ts @ Yes O No
| 160 1584 1616 994 984 100.4 X 5 o %9 o ™ Yes OO0 No
: 185 1832 186.9 1150 113.8 1161 s s /s @ Yes O No
-'*! 200 198.0 202.0 1243 1230 1255 | : |3/ Yes [ No
| - ___Lf.ztf. 7 (249 1249

| APPROVAL of CALIBRATION - .

EAH speed measurement within limits S Ebf Yes g _ ' -[IfNﬂ the LTR is not compliant and must be replaced and shipped back to

‘Site configuration prngrammed and checked Gatso USA for a addition check and/or repair.
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LTR SERIAL NUMBER 1152

|

g mnsmncmoﬂ ieg i |

| Customer Cedar Rapids IA i
!‘[_Locahnn 16th & Williams NB - Lane 2 ﬂT

-;Lucatinn Code WILNB |
Calibration date 9/14/2015 |
Calibration Technician Name Brian Grace q
executed by: Company Gatso USA

= e
|
|

USED TSS DEVICE 2 | |

Serial number TSS simulator 100401 Calibration date 6/20/2015 =
‘Serial number TSS antenna 2080083 Calibration date 6/20/2015 I"'
g'u'ISUAI. INSPECTION : |
tls there any physical damage to housing? ] |
!!s the LTR cable connector weather-tight? E/ Yes [0 No Notes ‘
'SITE CONFIGURATION FILE T |

Site configuration file downloaded { Yes EI Mﬂ Saved as WILNB

SPEED CALIBRATION

Generate speeds with the TSS and calibrate the measurement of thE LTR accurd ing prntedure Ci-07-07-USA.
Hepeat measurements 3 times for each vaiue

g — e e, R

—

o —

LTR is set and calibrated in directmn ‘ ﬁe:eﬂi“nug ' Appruachmg |
? Speedin | Limks Speedin  Lmits Measured speeds by LTR Results within limits
E km/h  min  max mph min  max 1st 2nd ~ 3rd _ |
| 15 14 16 9.3 87 99 ?tf 74/ 9 z.)( & Yes O No
E. 24 23 25 14.9 143 155 f“ﬁ ¢ }g/ § /z'{ 4 ® Yes O No
48w g 298 292 304 269 294 294 o Yes O No .
72 71 73 44.7 441 454 LML 4 LH f 44 5 o Yes [ No
%6 o5 97 59.7 590 603 9.9 £9.7 5%.7 @ Yes No
| 120 183 1212 746 738 753 Vehe, MG ¢t ™ Yes O No
1M 1426 1454 895 886 904 f4.c 945 07c 2 Yes O No
. 160 1584 161.6 99.4 984 1004 46.4 944 49,4 & Yes O No |
{ ~R | |

| 185 1832 1869 1150 1138 1163 15 NS 115~ M Yes O No

| 200 1980 202.0 1243 1230 1255 J24. G (244 1245 M Yes O No
;:APPRDVAL of CALIBRATION i T |
;.AH speed measurement within limits | | [HJL‘_YE_S ||:|r Nﬂ (fNOthe LTR is not compliant and must be replaced and shipped back to

‘Site confi iguration prugrammed and checked , HT Yes ' Gatso USA for a addition check and/or repair.
I'[LTR compliant and approved ' |

;E:Date: _ Technician Name:

9/14/2015 Brian Grace
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LTR SERIAL NUMBER 614

§Customer Cedar Rapids IA

location 16th & Williams NB - Lane 3

Location Code WILNB

|;4('.Zzllil::rra;.'a‘iim:nrﬂ date 9/14/2015

' Calibration Technician Name Brian Grace

‘executed by: Company Gatso USA

EI.JSIEIJ!TSSl?lkli".i’!(:li RRREL 5 4

;Senel number TSS simulator 100401 | Calibration date 6/20/2015 |
iSeriel number TSS antenna 2080083 Calibration date 6/20/2015
!WSUAL INSPECTION ' e

Els there any physical damage to housing? m '?Es B Ne Notes

EIS the LTR cable connector weather-tight? H' ‘I’ES [0 No Notes

Site configuration file downloaded E/ Yes [0 No Saved as WILNB
ESPEED CALIBRATION B |

Generate 5peed5 with the TSS and calibrate the measurement ef the LTR eeenrdlng procedure CI-07-07-USA.

'Repeet measurements 3 times for each value.
LTR is set and calibrated in direction

Appreaeh:ng |

 Speed in Limits Speed in Measured speeds by LTR Results within limits
| km/h min  max mph 1st 2nd 3rd

Eil 15 14 16 9.3 87 99 63 9.2 9.2 g/ Yes O No

+' ' 15 - Y N

I‘E.: 24 23 25 14.9 14.3 | 155 } 4 g? / lf 4 qu - Yes Ll 0

. 48 47 49 298 292 304 24§ 298 24 § M Yes O No
| 722 | | 73 447 441 454 44 Yy 4.7 @ Yes O No

E 96 95 97 59.7 59.0 603 54. i’ 59.5 $9.5 M Yes [ No

| 120 1188 1212 746 738 753 ¢ 74(, 14.(, ™ Yes O No
14 1426 1454 89.5 886 904 §9.5 795 f9s g Yes O No

!H : ; - Y No
160 1584 161.6 99.4 98.4 1004 ﬁ\q Lf | ‘?‘i. ¢f ?(f,g‘( es

185 1832 1869 1150 1138 116. "a" s "e o Yes O No
200 1980 2020 1243 1230 1255 )o4.4 1249 1245 ™ Yes O No

|r _ . _

' APPROVAL of CALIBRATION R

gAH speed measurement within limits ] ﬁF | Ies _ __I_:[ { ) le | If NO the LTR is not eempﬁent and must be replaced and shipped back to
ESIte configuration pregrammed and checked | w Yes | | “ Gatso USA for a addition check and/or repair.

'LTR compliant and approved m[ 1] No

_ R i . i -
Date: W Technician Name: Signature: B

9/14/2015 Brian Grace
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| FN-E1118 LTR ON SITE SPEED CALIBRATION SHEE

ﬂ ::
!ILTR SERIAL NUMBER g89
E? :
' INDENTIFICATION ST |
gt:ustnmer Cedar Rapids IA ;
Location 16th & Williams SB - Lane 1 *
ﬁl.ocatiun Code WILSB
;talibratiun date 9/14/2015
gcaiihratinn Technician Name Brian Grace .
{executed by Company ‘Gatso USA f
,EUSEDTSS DEVICE R
Serial number TSS simulator 100401 | Calibration date | 6/20/2015 “
Serial number TSS antenna 2080083 Calibration date 6/20/2015
VISUAL INSPECTION | | S ..
Is there any physical damage to housing? 1 ;
Ells the LTR cable connector weather~tight? E/ Yes | [l No Notes .~
'SITE CONFIGURATION FILE I -
Site configuration file downloaded EJ Yes No  Savedas WILSB

ESPEEB CALIBRATION | N

Eﬁenerate speeds with the TSS and calibrate the measurement of the LTR according procedure CI-07-07-USA.
gﬁepeat ‘measurements 3 times for each value.

LTR is set and calibrated in direction
e ANk

~ Speedin Limits Speed in

——— — e = aar = e

Approaching |

Measured speeds by LTR Results within limits

T et i R e e T E TR

é km/h min  max mph_ i ' 1st 2nd | 3rd |

| 15 14 16 9.3 8.7 9.9 4,‘ 3 9 5 ? 3 W Yes [ ™
.24 2 | 25 149 143 155 )4 G 14, oy > G =—
| 48 47 49 29.8 292 304 25 298 295 @ Yes O No |
i

i

|

I 72 71 73 447 = 441 454 q4, 7 Uef 7 qi 7 M Yes O No
. 9% 95 97 59.7 590 603 59.3 59.% 595 @ Yes No E
1 120 118.8 121.2 74.6 38 | 753 y/ iz 77 & 79 ils m/ Yes [ No
*s' : . = . !
ERE 895 886 904 5795 §7.5 &4 & ves O No
160 1584 1616 99.4 984 1004 94 4 ©q. ¢f 99 f M Yes O No |
. 185 1832 186.9 115.0 113.8 116.1 )5 /15 ns lf Yes No
200 1980 202.0 1243 1230 1255 124 4 (245 [ 4 @ Ys O No
' APPROVAL of CALIBRATION AR | |

gf&ll speed_measu rement within limits 'I ﬁ Yes = _D_ _NP B _i.{fﬂﬂ the LTR is not compliant and must be replaced and shipped back to ’1‘
i@zﬂgﬂﬂguﬂﬂeﬂprggrammed a_f!d ChECkEd__ ) B | \TES . - Gatso USA for a addition check and/or repair. f
LTR compliantand approved & VYes O No ‘5
Date: N Techoician NamE

] 9/14/2015 Brian Grace
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FN-E1118 LTR ON SITE SPEED CALIBRATION SHEET

|
i
d
ELTR SERIAL NUMBER 928

E INDENTIFICATION

Custumer Cedar Rapids IA

élacatiun 16th & Williams SB - Lane 2

].m:atmn Code WILSB

Calibration date 9/14/2015

Calibration Technician Name Brian Grace

‘executed by: Company ‘Gatso USA

USED TSS DEVICE S

Serial number TSS simulator 100401 - Calibration date
Eﬁerial number TSS antenna | 2080083 Calibration date
EVISUAL INSPECTION

Els there any physical damage to housing? _ ."r'es

EIs the LTR cable connector weather-tight? E/ 'fes :I No Notes

SITE CONFIGURATION FILE .

Site configuration file downloaded E([ YES EI Nu Saved as

fSPEED CALIBRATION |

aﬁenerate speeds with the TSS and calibrate the measurement nf the LTR at:cnrding pmcedure CI-07-07-USA.
iﬂepeat measurements 3 times for each value. e

e T et

LTRi is EEt and calibrated i in direction

—— o

Approaching

6/20/2015
6/20/2015

WILSB

Fl Speed in Limits Speed in Measured speeds _I_w LTR Results within limits
3 km/h min - max mph 1 i 1st Znd 3rd |

ﬁ 15 14 16 93 87 99 9 5 4. 2 7 2 & Yes O  No
E 24 23 25 14.9 143 = 15.5 | };{_ g ;1]{ 9 /4 7 HI | Yes [J No
i _

l 48 47 49 29.8 29.2 304 &26 i ézi j ﬂ !5/ Iﬂ/ Yes [ No
% 72 71 73 44.7 441 454 172/ 7 1_[/_{f 7 {_f.q_ 7 IE/ Yes [ No
:| 9% 95 97 59.7 59.0 60.3 59 5 S15 $9.% o Yes O No
i 120 1188 121.2 746 738 753 V4. ¢ 74 (, 7. (o & Yes 0 No
144 1426 1454 89.5 886 90.4 89 Y1 X¥9s= @ Yes O No
160 1584 1616 99.4 984 100.4 954  Gag = 974 ™ Yes O No
185 1832 186.9 115.0 113.8 116.1 /&3 15 J15 ® Yes O No
.E 200 198.0 202.0 1243  123.0 125_.5 ;24 c’" {,24 < /26 G ﬁ’ Yes L[ No
iAPPRﬂVALBfCALIBHA'I'IGN e

EAII speed measurement within limits _j*u_ g; Yes Ij‘;_ Nu_ If NO the LTR is not compliant and must be replaced and shipped back to
Site confi iguration prugrammed and checked & Yes Gotso USA for @ addition check and/or repair.

'LTR compliant and approved | @L Yes (O Nu

Date: R Techrician Namgl

9/14/2015 Brian Grace
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F FN-E1118 LTR ON SITE SPEED CALIBRATION SHEE

I
g
|

! LTR SERIAL NUMBER 750

' INDENTIFICATION

Customer Cedar Rapids 1A

Location 16th & Williams SB - Lane 3

Location Code WILSB

Calibration date 9/14/2015

Ecaﬁh;atim Technician Name Brian Grace

%executed by: Company Gatso USA

f

USED TSS DEVICE -

E rial number TSS simulator 100401 Calibration date 6/20/2015
Serial number TSS antenna 2080083 Calibration date 6/20/2015
VISUAL INSPECTION | |

Is there any physical damage to housing?

Is the LTR cable connector weather-tight? ﬁ‘ Yes |1 No Notes

'SITE CONFIGURATION FILE L

SItE mnflguratlﬂn file downloaded d Yes [0 No Saved as WILSB
I

%SPEED CALIBRATION

Generate speeds with the TSS and calibrate the measurement of the LTR acmrdmg prncedure CI-07-07-USA.
éﬁepeat measurements 3 times for each value.

e = = - M — "

LTR is set and CEIIbE:EEEI:: direction N i Appmachmg [

ﬁ Speed in Limits Speed in ~ Measured speeds by LTR Results within limits
1 km/h min  max mph ist Z2nd

15 w16 93 87 99 4.3 6.2 4. 5 | ﬁ Yes O  No
;' 24 23 25 14.9 143 15.5 /_4' ﬁ“ /L/ ? /(,l q Hf Yes [J No
Ei 48 47 49 29.8 | 29.2 304 52‘;’-, ﬁ! 29 &f' Z// Yes [ No
i

rl 72 Vi 73 44.7 441 454 L/L{ v L)lz’l 7 L’L’ 7 =t Yes [ No
| % 95 97 59.7 590 603 59.9 59§ = 5’ Yes O No
E! 120 1188 121.2 746 | 738 753 74. 7 T4 7 747 ® Yes O No
. 144 1426 1454 89.5 836 904 X% ¢ §7.¢ 7. & & Yes O No
J 160 1584 1616 99.4 984 1004 995 9.5 4 5 ™ Yes O No
185 1832 1869 1150 1138 1161 147 /4.7 nox @ Yes O No
200 198.0 202.0 124.3 1230 1255 (24 {5’ |24 ¥ (24 § m/ Yes [ No
;APPR[WAL of CALIBRATION A |

AA" speed measurement wrthln limits o= ﬂ YES E;I_L__NE_ | _’I_f NO the LTR is not compliant and musfberepmced.and shipped back to
fSItE configuration programmed and checked Hf Yes _ Gatso USA for a addition check and/or repair.

LTR cnmphant and approved o =, HP Yes |

;Date:- _Technicianﬂa;__. e:

9/14/2015 Brian Grace
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