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gFN-EIIIE LTR ON SITE SPEEDCAUBMTI R

1
gtTR SERIAL NUMBER Q83
% INDENTIFICATION .
%Custamer Cedar Rapids A
'El.ucatiun 2nd & 6th NB - Lane 1
él.ocatinn Code 6THNB
Calibration date 9/14/2015
ﬁCaIihmtiun Technician Name Brian Grace
Eexecuted by: Company Gatso USA
EUSEB TSS DEVICE o . :
‘Serial number TSS simulator 100401 Calibration date 6/20/2015
ESerial number TSS antenna 2080083 Calibration date 6/20/2015
gwsunt INSPECTION | e |

Is there any physical damage to housing? Yes
Els the LTR cable connector weather-tight? | ﬂ Yes No  Notes
Esrrs CONFIGURATION FILE e

Site configuration file downloaded I"'_i( Yes | O No Saved as 6THNB
ﬁSPEED CALIBRATION e E
q.GEFIEFEtE speeds with the TSS and calibrate the measurement of the LTH 'aﬁmrding procedure CI-07-07-USA.

¥ Repeat measurements 3 times for each value. S—

LTR is set and calibrated in direction | Q@_T ; _Af;ﬁdéc_hfﬁéu I

F Speed in Limits Speed in Limits Measured speeds by LTR Resuits within limits
ﬁ km/h min  max mph min  max ist 2nd 3rd

15 14 16 93 87 99 6‘/5 ﬁ? 3 e? 5 © Yes O No
oo 23 25 149 143 155 /9, 4 /4.9 14§ Z// Yes [0 No
; 48 47 49 29.8 29.2 30.4 62? i azq 5/ ﬂf 3’ Yes [ No
ﬁ 72 71 73 a4.7 441 454 % 7 [fq' 7 L’:.[ 7 o Yes [ No
.96 95 97 59.7 590 603 59 ¥ 59 5 ST K B Yes O No

1 | |

| 120 1188 121.2 746 738 753 247 7 74.7 :’/ Yes [0 No
# 144 1426 145.4 89.5 88.6 904 JV? (o g? | (.9 | 54 G Vei! | [ No

' 160 158.4 161.6 99.4 98.4 100.4 ‘?? < f?_ g ?ﬁ' = M Yes No
185 1832 1869 1150 1138 1161 15 IS ns @ Yes O No

. 200  198.0 202.0 1243 | 1230 | 2255 /24 7 /-217' 9 /’-zlf 7 Ei/ Yes L[] No

: | B =

'APPROVAL of CALIBRATION L e

ﬂrﬁii_sgpeed r;easuremeﬁ;: within Ii_m_itE ____ - _* - ﬁf Ye_%; 'l EI R N{J If NO the LTR is not compliant and must be reﬁlaced and shipped back to
: Site configuration programmed and checked “] [E'T Yes | Gatso USA for a addition check and/or repair.

LTR compliant and approved Iﬂx | |

Date: W Technician Name: Signature:

:

9/14/2015

'Remarks L T
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| FN-E1118 LTR ON SITE SPEED CALIBRATION SHE

LTR SERIAL NUMBER 1048

INDENTIFICATION

jcustmner  Cedar Rapids IA ;
Location 2nd & 6th NB - Lane 2 |
Location Code ~ 6THNB f
Calibration date ~ 9/14/2015 ‘
Cai’hratmn Téchnici#n Name 8 Briaﬁ Grace i
executedby:  Company  Gatso USA

'USED TSS DEVICE B e

'Séria-l number TSS simulator B 100401 - Calibration c:lr.r:w:ﬁ'ﬂT Gf 20/ 2015 #
: Ser'ral number TSS antenna 2080033 Calibration date 6/20/2015 ﬂ
\VISUAL INSPECTION i S T

Is there any physmal damage to 1r11::+u|sn"|:g?h | L] Yes {‘9 No ,
' ls the LTR cable connector weathernt;ght? : E( Yes [0 No Notes f’
'SITE CONFIGURATION FILE 00

-Site cunﬁguratmn file downloaded iE/ _'1_"&5 ] | No i Saved as 6THNB

SPEED CALIBRATION - S EuEEeE

Generate speeds with the TSS and calibrate the measurement of the LTR according procedure CI-07-07-USA.
Repeat measurements 3 times for each value.

_@?E_é-t%d calibrated in dlrectmn i | 4 B Appruac_ﬂlﬁg_ - j :
. Speedin Limits Speed in hmits ~ Measured speeds by LTR Results within limits %
E km/h min  max 'mph . min  max | __ ist | Znd 3rd H | | 4
| 15 14 16 93 | 87 | a9 4.3 93 93 |;” Yes No
24 23 25 149 143 155 Yes 1 No
| 48 47 49 298 292 304 /7‘.? /41 1 5 Ves |80 wa |
| @ [malwl ey My | auy | [Xve ;
| 72 71 73 447 441 454 q4. 7 LH7 oy 7 Yes . No
| 9% 95 97 59.7 = 59.0 60.3 59 § 595 59 ¥ Iﬂ’_ Yes [0 No

f. 120 1188 121.2 74.6 73.8 753 71.{ (o 74{. & 74 L @ Yes O No

E 144 1426 1454 89.5 886 90.4 £ e '«g? 5 47 & E" Yes O No |
| 160 1584 1616 99.4 984 1004 994 99,4 4% ¢ M Yes O No
jg 185  183.2 186.9 115.0 113.8 116.1 115 415 g @ Yes OO0 No |
5 200 1980 202.0 1243 1230 1255 mes 1249 249 @ Yes O No

| APPROVAL of CALIBRATION —— BT 9%

ﬂAH speed measurement within limits =~ - Ejr jes? R NE‘; . E{f NO the LTR is not compliant and must be replaced and shipped back to
Site configuration programmed and checked | & Yes ~ Gatso USA for a addition check and/or repair.

hLTR mmphant and approved _ ' _ | Yes

|glllzntta- Ime

| 9/14/2015 Brian Grace

:‘“e“‘“""' ' resnGee
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| FN-E1118 LTR ON SITE SPEED CALIBR TION . R

'LTR SERIAL NUMBER 751

E INDENTIFICATION R

* Customer Cedar Rapids IA 3
E_Lecatien 2nd & 6th WB - Lane 1 |
'Location Code 6THWB E
fCahhratuen date '9f 14/2015 f
Ecaﬁbraﬁnn Technician Name Brian Grace E
ée;n:ecut;";e-:l by: Company Gatso USA |

' USED TSS DEVICE Rasine
‘Serial number TSS simulator 100401 Calibration date 6/20/2015 |
Serial number TSS antenna 2080083 Calibration date 6/20/2015 |

TP o BT LS A e e R R Ty

VISUAL INSPECTION

its there any physical damege to housing? il ‘fes

Ets the LTR cable connector weatherattght? E/ ‘l‘es I:I Ne Notes

'SITE CONFIGURATION FILE | S

Site configuration file downloaded E/ Yes EI ND Saved as 6THWB
ESPEED CALIBRATION 00

'*GEHEI'atE speeds with the TSS and calibrate the measurement ef the LTR at:cerdtng procedure CI-07-07-USA.
!:REFJ'EEI' measurements 3 times for eeeh value.

- n=

. ETR _[5_ set and cellhrated in directten AEPmaehmg ! r
. Speedin Limits Speed in Measured speeds by LTR Results within limits
H km/h min  max mph ist 2nd 3rd ;
1’1 — | |
ENEAE 93 87 93 4.3 9.3 2.3 & Yes O No
R 149 143 155 )4. 1.6 /49 o Yes O No
43 47 49 298 292 304 264.¢ 29¢ 29.5 @ Yes O No |
11 72 71 13 44.7 44,1 454 qt{ 7 LH 7 /fq -7 IE/ Yes [ No
% o5 97 59.7 590 60.3 55 ¢ $H8 =7 5 M Yes O No
120 1188 1212 746 738 753 4.0 729 74 ® Yes O  No |
; 144 1426 1454 89.5 886 90.4 595 gis Fis & Yes O No
E | ; |
| 160 158.4 161.6 99.4 98.4 1004 G4 y G4 ¢ 24, y M Yes 0 No
:| 185 183.2 186.9 1150 1138 116.1 | V753 115 116" IH/ Yes | L[] No
200 1980 2020 1243 1230 1255 1249 1249 1249 o Yes O No
'APPROVAL of CALIBRATION e

%Eﬁ!i_SFfEEd_TEHsurE_TE_nt w'ithi_n_fir_n% : I E “_Es__ ILE_I' _ N_n _ ItfHD the LTR is not compliant and must be replaced and shipped back to E
a.;rSite configuration programmed and checked T m Yes A I  Gatso USA for a addition check and/or repair. ,,
EL‘ﬂi ::empllent and approved [ ¥ Yes .i ) ND f ;

9/14/2015 Brian Grace

Remerks
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FN-E1118 LTR ON SITE SPEED CALIBRATION SHEET

s ]

gmt SERIAL NUMBER 690

| INDENTIFICATION S

': Customer Cedar Rapids IA

iLacatiun 2nd & 6th WB - Lane 2

'Location Code 6THWB

‘Calibration date 9/14/2015

il:calibmtiﬂ'“ ‘Technician Name Brian Grace

gEHEWtEd by: | Company Gatso USA

'USED TSS DEVICE i

ESEriaI number TSS simulator 100401 Calibration date 6/20/2015

g-Seria! number TSS antenna 2080083 Calibration date 6/20/2015

'VISUAL INSPECTION | |

zls there any physical damage to housing? 0 Yes

‘Is the LTR cable connector weather-tight? ﬁ‘l Yes [0 No Notes

ESJTE CONFIGURATION FILE , - e :

Site configuration file downloaded Yes [0 No Saved as 6THWB

ﬂ E ; e S e WP S

'SPEED CALIBRATION PR

aGenEratE speeds with the TSS and calibrate the measurement of the LTR according procedure CI-07-07-USA.

‘Repeat measurements 3 times for each value. «

LTR is set and calibrated in direction  ( Receding j | Approaching

| Speedin Limits Speed in Limits - Measured speeds by LTR Results within limits
Eﬁ km/h min  max mph min  max 1st 2nd 3rd

i 15 14 16 9.3 87 99 i 5 ?5 a9 3 IB/ Yes O No
24 ¥y | 125 149 143 155 J4 149 /4 4 B Yes O No
-LE 48 47 49 29.8 29.2 304 24 f ;f 5 24, j?' @ Yes 0O No
E 72 71 73 44.7 441 454 _ M' 7 1_{4 9 1_,!4 7 B2 Yes [ No
e 95 97 597 590 603 =5 § 518 595 & Yes No
' _ )

[ 120 1188 121.2 746 738 753 Tf . 74 ¢y 74, (p @ Yes [0 No
. 144 1426 1454 89.5 886 90.4 595 g9.5" 59.5 M Yes O No
| 160 1584 1616 99.4 984 100.4 49, 94.4 74,4 B Yes O No
. 185 1832 186.9 115.0 1138 116.1 I"s s s M Yes O No
| 200 1980 202.0 1243 1230 1255 (24 9 124 4 /28 4 @ Yes O No
APPROVAL of CALIBRATION B |

All speed measurement within limits —if | Yes _H' - | No I If NO the LTR is not compliant and must be replaced and shipped back to
Site configuration programmed and checked . m “Yes | = GasolMforaeddiioncheck and/or repair.

TR complant and approved @ ves O |

Date " Technician Name:

§

: 9/14/2015 Brian Grace

i‘g
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|FN-E1118 LTR ON SITE SPEED CALIBRATION SHEET

— T

'LTR SERIAL NUMBER 992 f
' INDENTIFICATION e |
ECusturner Cedar Rapids IA
Location 2nd & 6th WB - Lane 3
Location Code 6THWB |
Calibration date 9/14/2015
Ix‘tfiahl;tr:atm:»n Technician Name Brian Grace
%executed by: Company Gatso USA *
(USEDTSSDEVICE | e "
 Serial number TSS simulator 100401 Calibration date 6/20/2015 _.
%Senal number TSS antenna 2080083 Calibration date 6/20/2015 [
'VISUAL INSPECTION | Sessanen T | 1
2I5 there any physical damage to housing? Yes IH?.) Nn :
Is the LTR cable connector weather-tight? ﬁ( Yes .___I No  Notes
SITE CONFIGURATION FILE il T ;
Site configuration file downloaded E/ Yes I:I b -ﬁﬂ | S;véd as 6THWB

ESFEEB CALIBRATION =3 | el

I* Generate speeds with the TSS and calibrate the measurement of the LTH accurdmg procedure Ci-07-07-USA,
i Hepeat measurements 3 times for each value.

LTR is set and calibrated in direction _ Apprnaching ;
— — o BN i pelcils KNS ,
,‘j Speed in Limits Speed in Measured speeds by LTR Results within limits

3 km/h min  max mph 1st "

15 14 16 9.3 87 99 g '—/ 9. < ? 17( B Yes O No
24 23 25 149 143 155 )4.€ 14.€ /4§ M Yes O No
.48 47 49 298 292 304 299 | 279 | 2117 @ Yes O No
|! 72 71 73 44.7 441 454 qu 5’ "f’-f }’ 17/4 ;/ ¥ Yes 0O No
- 95 97 50.7 590 603 5% 577 67.7 & Yes O No

i | |

; 120 1188 121.2 746 738 753 244, ( 74 G 74 6 @ Yes O No |
t 144 1426 145.4 89.5 88.6 90.4 5? T ﬁ 5 ﬁs— M Yes [ No
lr 160 1584 1616 99.4 984 1004 200.4 T4 79, & @ Yes O No

'} 185 1832 186.9 1150 1138 1161 4G 44 4 & Yes O No

é 200 198.0 202.0 124.3 123.0 1255 /ﬂ‘f g’ }¢43 f’?q g E/ Yes [ No [
AAPPROVALOfCALBRATION , o R
}fﬁ}!l‘ Eﬂﬁdimm‘iagurement within limits Iﬂ'r Yes EII Eq_ ,{f NO the LTR is not compliant and must be replaced and shipped back to |
FLSIUE configuration programmed and checked E E’ _Yes |  GCamalSAjoracedmloniheck and/or repair. t
LTR cnmphantand approved B’r( Yes O | > "

E‘_d_____, g 4 ...
Enate _ Technician Name:

r 9/14/2015 Brian Grace

—

===

Remarks
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