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FN-E1118 LTR ON SITE SPEED CALIBRATION SHEET

h
|ELTR SERIAL NUMBER 876 f
| %
| INDENTIFICATION | |

‘Customer ‘Cedar Rapids 1A ;
'Location 1380 NB2 Lane 1 ;
’ELnr.atmn Code 1380N2 ;
ECahhrat:ﬂn date 6/22/2016 E
Calibration Technician Name Brian Grace E
executedby:  Company Gatso USA ]
'USED TSS DEVICE R | |
‘Serial number TSS simulator 100402 Calibration date 6/14/2016 ;5
Serial number TSS antenna 20800083 Calibration date 6/14/2016 g
'VISUAL INSPECTION

Eis there any physical damage to housing? Yes i
Is the LTR cable connector weather-tight? E( Yes No Notes I
SITE CONFIGURATION FILE - Yo “m =

Site configuration file downloaded Yes No  Saved as N/A

§SPEED CALIBRATION I

EGEHE‘I’EtE speeds with the TSS and calibrate the measurement of the LTR accnrdmg procedure CI-07-07-USA.

Repeat measurements 3 times for each value. i S B
LTR is set and calibrated in direction 1 Receding . Approaching |

Speed in Limits Speed in Limits Measured speeds by LTR Results within limits
km/h min max mph min  max 1st

I
15 14 16 93 87 99 2 3 2.3 1 ™ Yes No

T

=
g T T ol s N ] S ey

e e e ——

. 24 23 25 14.9 143 155 /H. ? ,M(( Ci f[f ? IE/ Yes [ No u
E 48 47 49 298 292 304 264 244 249 o Yes O No |
ﬁ 72 71 73 44.7 441 454 .{70_} )‘V cfzr{ f’ thi/- f & Yes [ No
5 96 95 97 59.7 59.0 60.3 5? 7 59 7 Nt ™ Yes O No %
% 120 1188 121.2 746 738 753 24 § v 34 et & @ Yes O No
| 144 1426 1454 89.5 886 904 3’.»7 L il P @ Yes O No
r' 160 1584 161.6 99.4 98.4 1004 4?? s-— 74:5' % r B/ Yes [ No 4
;! > v 2 T _i
. 185 1832 186.9 115.0 1138 1161 V5 2 ) 1152 M Yes O No ;
i 200 198.0 202.0 124.3 1220 | 1255 /a;z(f ! /jﬁ{i /;24—; E/ Yes No !
k 1_ __' : . 'é
'APPROVAL of CALIBRATION i e

"AII speed measurement within limits E Yes 4_ j: " No If NO the LTR is not compliant and must be replaced and shipped back tﬂ E

gSItE configuration programmed and checked | m Yes | ~ Gatso USA for a addition check and/or repair.
%LTF{ compliant and approved = :

'Date: - Technician Name

!
6/22/2016 Brian Grace
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 FN-E1118 LTR ON SITE SPEED CALIBRATION SHEET

§

'LTR SERIAL NUMBER 691
E INDENTIFICATION |
‘:Custumer Cedar Ra pids IA |F|
Location 1380 NB2 Lane 2 |
Eanatmn Code I380N2 E
ECahbfatmn date 6/22/2016 |
FCallbratlnn Technician Name Brian Grace __ ﬂ
gexecuted by:  Company Gatso USA |
seD 75s Device L
‘Serial number TSS simulator 100402 | Calibration date 6/14/2016 #
Serial number TSS antenna 20800083 Calibration date 6/14/2016 “.
]
‘Is there any physical damage to housing? O Yes E/ No Notes 5
i]s the LTR cable connector weather-tight? ‘E’ Yes No Notes | E
ES]TE CONFIGURATION FILE LT
Site configuration file downloaded [1 Yes g No Saved as | N/A

'SPEED CALIBRATION T
‘Generate speeds with the TSS and calibrate the measurement of the LTR according procedure CI-07-07-USA.

‘Repeat measurements 3 times for each value. S
FlLTFl: is set and calibrated in direction _ | @ : Approaching | :E
. Speed in Limits Speed in Limits Measured speeds by LTR Results within limits
ﬂ km/h min  max mph min  max ist 2nd 3rd '
E 15 14 16 9.3 8.7 9.9 ? g /7' 5 Cf ; ™ Yes No |
| 24 23 25 14.9 143 155 /A)!_ .? ;4/4?' /44 E( Yes No 'l
E 48 47 49 29.8 292 304 265 295 29.5 @ Yes O No '
R | | B 447 441 454 Jb Y 448§ 448 9 Yes O No
JE 96 95 97 59.7 _59.0 60.3 5" i S’ 5? 3/ 5-?6 ¥ Yes No ;
120 1188 121.2 746 738 753 747 747 747 o Yes No
144 1426 1454 89.5 886 904 859.¢ LG ( 59 -to @ Yes O No
160 1584 1616 99.4 984 1004 465  49.5 54,5 o Yes No
185  183.2 1869 115.0 1138 116.1 VHE G (/. 9 f/l-} 9 ﬁ/ Yes No |
f; 200 1980 202.0 124.3 1230 1255 [0 g 245 ) 2.4.9 B Yes No

APPROVAL of CALIBRATION

All speed measurement t within fimits _m"m‘E ﬁ Yes {-L1] "~ No !If NO the LTR is not compliant and must be replaced and shipped back to |
Site configuration programmed and checked | E’i Yes * Gatso USA for a addition check and/or repair.

LTR compliant and approved : i = ] No

Date: | _ TEEthIEiEn' N: , P Signature:

T TR

6/22/2016 Brian Grace
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| FN-E1118 LTR ON SITE SPEED CALIBRATION SHE R

:
i'
\

'LTR SERIAL NUMBER 815

' INDENTIFICATION B .

; Customer Cedar Rapids IA 5
ELecetien 1380 NB2 Lane 3

'Location Code 1380N2 §
i |
Calibration date 6/23/2016 ;
Eca[ihmtign Technician Name Brian Grace
‘executed by: Company Gatso USA &
USED TSS DEVICE T 3
Serial number TSS simulator 100402 Calibration date 6/14/2016 |
‘Serial number TSS antenna 20800083 Calibration date 6/14/2016 ,;
al‘WSIJJHEL INSPECTION

Ele there any physical damage to housing? Yes

Eie the LTR cable connector weather-tight? E{ Yes

'SITE CONFIGURATION FILE

Site configuration file downlocaded Yes

ESPEEI:'I CALIBRATION

Generate speeds with the TSS and calibrate the measurement of the LTR eccerdmg procedure CI-07-07- USA.
Repeat measurements 3 times for each value.
iLTR is set and calibrated in direction

l —— —————— mE e a2 W

Appreechrng |

‘ Speed in Limits Speed in Measured speed's by LTR Results within limits
. km/h min  max mph i ist 2nd 3rd J
H 15 14 16 9.3 8.7 9.9 94’( ‘7 4 7 1./ { Yes No
2 23 25 149 143 155 2 Yes No
| = Me 41 T T 1
h| 48 47 49 29.8 29.2 304 G‘lq CZ‘ c?-‘i 8’ 6;16? g/ - Yes No I
- - 73 447 441 45.4 ql_,ai ¢’144 I.M.? [E( Yes L No i
k 96 95 97 59.7 59.0 60.3 5’223 ﬂg 6‘7 5 g Yes [ No %
E 120 1188 121.2 746 | 138 | 753 247 77 747 - Yes O No
E 144 1426 1454 89.5 886 904 84 L ¥9. o __ g/q b E{ :es :u
160 1584 161.6 99.4 984 1004 >/ %6 | es 0
i . 995 995 a5 |
| 185 1832 1869 1150 1138 1161 ng s 15 o Yes No .
| |
| 200 1980 202.0 1243 1230 1255 /2497 12477 ( 217 g a8 ]
E‘ 1 3 . = G o | : £ - ﬂ
EAPPROVAL of CALIBRATION

All speed measurement within limits | Yes T | _ ﬂg !If NO the LTR is not eempﬁunt and must be rep.u‘nced.en.d shipped back to a
FStte configuration program med 2 and checked ™ Yes Gatso USA for a addition check and/or repair. ;
LTR eernphent end approved | Iﬁf’_ Yes 'O No §

Signeture:

h 6/23/2016
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| FN-E1118 LTR ON SITE SPEED CALIBRATION SHEET
Em: SERIAL NUMBER 771
i
' INDENTIFICATION e |
Ecustnmer Cedar Rapids IA E
j ._
Location 1380 NB2 Lane 4 |
Elmtiﬁn Code 1380N2 ;
ECalibratiun date 6/23/2016 !
ECalihratinn Technician Name Brian Grace 5
‘executed by:  Company Gatso USA 5[
i — i
gUSED TSS DEVICE R £} © |
;:SEriai number TSS simulator 100402 Calibration date 6/14/2016 E
ESerial number TSS antenna 20800083 Calibration date 6/14/2016 :
\VISUAL INSPECTION -

Is there any physical damage to housing? Yes E
=Is the LTR cable connector weather-tight? E( Yes No Notes E
'SITE CONFIGURATION FILE e

Site configuration file downloaded [0 Yes No  Savedas
] 4
ESPEED CALIBRATION RSN -

!Generate speeds with the TSS and calibrate the measurement of the LTR according procedure CI-07-07-USA.

:
E_Repeat measurements 3 times for ggct; fa!ue. N | Yy B E
LTR is set and calibrated in direction | Recedin . Approaching | :

 Speed in Limits Speed in Limits Measured speeds by LTR Results within limits
p km/h min  max | mph min  max 1st 2nd 3rd
L 15 14 16 93 8.7 2.9 tr' b, ‘? < 4“5 E!/ Yes No
. 2 23 25 149 143 155 ;qu’ /4§ 4.5 of VYes No |
a8 47 49 298 292 304 994 A4 4 24 4 M Yes O No
. 71 73 447 441 454 4. g Yy g 4y, g?’ g Yes No f
96 95 97 59.7 590 603 | ' Yes O No
| 59.9 59.49 ol A | o -
120 1188 121.2 746 738 753 74.7 747 74 7 M Yes O No
; 1
144 1426 1454 895 886 904 59¢ 8G.¢ Sl A Yes No
| 160 1584 1616 99.4 984 1004 945 995 195 o Ves No
185 183.2 186.9 115.0 113.8 116.1 /’fq_ ? f/{ﬂ, f | !(4,.? E/ Yes No i
- 200 198.0 202.0 124.3 | 1230 | 1355 /24 ¢ /24 3’ / 2_4 j A Yes O No
APPROVAL of CALIBRATION R

!ff NO the LTR is not compliant and must be rEp.-'aEEd and shipped back to
Gatso USA for a addition check and/or repair.

All speed measurement within limits | M Yes
Site configuration programmed and checked \ M Yes
'LTR compliant and approved |

Date: - technician Name:

6/23/2016 Brian Grace

No
Signature:
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