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;jﬁustﬂmer Cedar Rapids IA

Location 1380 SB2 Lane 1 |
élncatinn Code 138052 i
Calibration date 6/22/2016 ﬁ
§Callbratlnn Technician Name Brian Grace E
Eexecuted by:  Company Gatso USA g
'USED TSS DEVICE A 1
Serial number TSS simulator 100402 | | Calibration date 6/14/2016 E
Eﬁerial number TSS antenna 20800083 Calibration date 6/14/2016

EVISUAL INSPECTION CR—

Ers there any physical damage to housing? Yes il No Notes
Is the LTR cable connector weather-tight? I{ Yes No Notes h
SITE CONFIGURATION FILE - s |
SEtE configuration file downloaded 1 Yes IEI/ No Saved as N/A

?

'SPEED CALIBRATION | e

) ‘Generate speeds with the TSS and calibrate the measurement of the LTR according procedure CI-07-07-USA.
ERepeat measurements 3 times for each value.
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LTR is set and calibrated in drreﬂmn i

---n.o-\.-l

| Approaching

A p e . SETIC R

r
% Speed in Limits Speedin  Limits Measured speeds by LTR Results within limits
: km/h min  max mph min  max 1st 2nd 3rd __ | |
E 15 14 16 9.3 87 | 99 9. 3 9 3 7 5 { Yes No il
: | ' Yes | No
w3 s 149 143 155 )4 ¢ iy € g @ Yes O No
. 48 47 49 298 292 304 529? 2.9 2.4 & Yes No
! 72 71 73 44.7 441 454 ‘/‘A q A,Q,C_ ‘?’ L/ﬁ g B/ Yes No ;
%6 95 97 59.7 590 603 594 5% 4 554 M Yes O No
;' 120 1188 121.2 74.6 73.8 753 74_7 7?: 7 '7%’7 M Yes [ No
| - - 90.4 0 [El/ Yes No !
144 1426 1454 89.5 886 90. 5.l 4.4, 9.z |
160 1584 1616 99.4 984 1004 44 945 545 ™ Yes O No
185 1832 186.9 1150 1138 116.1 1745 /MG 114 7 @ Yes O No
200 1980 202.0 1243 1230 1255 /249Y 1248 12%§ 1 Yes No ]

APPROVAL of CALIBRATION

- =

e s s ———

All speed measurement within limits gy Yes N :ff NO the LTR is not cnmpﬁanf and must be replaced and sﬁfpped back to

{

| - s = -
Site configuration programmed and checked | Yes Gatso USA for a addition check and/or repair.

|

!
FLTH tumphant and approved [H)'L Yes | ~ No m_ﬂl

6/22/2016 Brian Grace
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E FN-E1118 LTR ON SITE SPEED CALIBRATION SHEET

|

E}LTR SERIAL NUMBER 1065
' INDENTIFICATION Bei R

ECustnmer Cedar Rapids IA

| r

Fl.ocatmn 1380 SB2 Lane 2

'Location Code 138052 ﬂ

ﬁﬂalihratiun date 6/22/2016 ﬂ

'gcaﬁbratiﬂn Technician Name Brian Grace g
EHEWtEd by: Company Gatso USA '

;l |

'USED TSS DEVICE | |

QSEnaI number TSS simulator 100402 Calibration date 6/14/2016 :

ESeriaI number TSS antenna 120800083 Calibration date 6/14/2016 E

| 3

%VISUAL INSPECTION /

Is there any physical damage to housing? Yes No  Notes E
Is the LTR cable connector weather-tight? E( Yes [0 No Notes | | - E
Site configuration file downloaded [1 Yes No Saved as N/A

: -- i
SPEED CALIBRATION :

‘Generate speeds with the TSS and calibrate the measurement of the LTR acmrdmg procedure CI-07-07-USA. E
Eﬂepeat measurements 3 times for each value. E
LTRis set and calibrated in direction | s/ ipgrga_cﬂmg_ - E

Speed in Limits Speed in Measured speeds by LTR Results within limits "'
E km/h min  max mph i 2nd J
E 15 14 16 9.3 87 9.9 @ 5 9. } 7.. j E{ Yes No 1
d / : !
.24 23 25 14.9 143 | 155 / . ¥ /4 j" fcff 5’ IB/ Yes | L] No i

Yes No

48 47 49 298 292 304 21| 258 | 2458
72 71 73 447 441 454 17(1?‘7 ‘fl{—7 b 7

g Yes No

I

E M

. 96 95 97 59.7 590 603 59.¢ 59 ¢ 59 ¢ ™ Yes No
F 120 1188 121.2 746 738 753 4.7 4T 74  Yes OO0 No %
! 144 1426 1454 89.5 886 904 g'qsf 8{ 5 5; 5 ﬁ_ Yes No
| 160 1584 161.6 99.4 984 1004 4.4 59.4 454 M Yes OO No |
E 185 1832 186.9 115.0 1138 116.1 /4.4 14.9 /045 # Yes O No |
i 200  198.0 202.0 1243 1230 1255 124§ 124.9 1244 @ Yes [0 No
' APPROVAL of CALIBRATION B @00

Eﬁ” SPE_E;E[ measurement within limits _ ] M(_ Yes [ , No !If NO the LTR is not compliant and must be replaced and shipped back to :|
F51te configuration programmed and checked | Eﬁ | Gatso USA for a addition check and/or repair. :

S e —

;LTR curnphant and approved -
5 Date: 1- Technician Name:

6/22/2016 Brian Grace
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FN EIIIS LTR ON SITE SPEEB CAUBM

™
E

LTR SERIAL NUMBER 845

- INDENTIFICATION o
tCustumer Cedar Rapids IA
ﬁLocatiun 1380 SB2 Lane 3
Location Code 138052
Calibration date 6/23/2016
Ic;ﬁbmﬁun Technician Name Brian Grace
PEHEEI.I‘EE{I by: Company Gatso USA

USED TSS DEVICE

Serial number TSS simulator 100402 ‘Calibration date 6/14/2016 i
rﬁerial number TSS antenna 120800083 Calibration date 6/14/2016 ;
'VISUAL INSPECTION |
\Is there any physical damage to housing? Yes
515 the LTR cable connector weather-tight? ﬁ Yes No  Notes
&'SITE CONFIGURATION FILE oY
Site configuration file downloaded Yes No Saved as N/A
*s
SPEED CALIBRATION ) .
Generate speeds with the TSS and calibrate the measurement of thE LTR acf:nrdmg procedure CI-07-07-USA. !
Repeat measurements 3 times for each value. o P i T S ﬁ
LTR is set and calibrated in direction | Cﬂry | Appruachmg _JI §
E Speed in Limits Speed in Limits Measured speeds by LTR Results within limits
E km/h min  max mph min  max 1st 2nd | 3rd
} 15 14 16 9.3 87 99 G.4 4.4 7.4 o VYes No
24 23 25 14.9 143 155 /L}L g’ /‘j( 5” /z.,( 3" E.’l/ Yes No
43 47 49 29.8 29.2 304 4 o Yes No
_ _ 291 A7 217 _ !
72 71 73 447 441 454 def. ¢ d4 g 1 5 o Yes No
9 95 97 59.7 590 603 557 S7 527 A Yes No g
120 1188 121.2 74.6 738 | 753 7 ,_{ u ')1{; (. "]‘{- - lﬁ Yes No }
144 1426 145.4 89.5 886 904 89.€ £9.G 7.5 o ves O Mo
160 1584 161.6 994 98.4 1004 ?5 L 19 ¢s 99, B/ Yes | L No
185  183.2 186.9 115.0 1138 116.1 )5 I3 s M Yes O No J
200 1980 202.0 1243 1230 1255 Y& 124g 124§ J Yes No |
APPROVAL of CALIBRATION 2ol

i
]

All speed measurement within limits ] H'r 'Fes o 4 ]| No iff NO the LTR is not compliant and must be replaced and shipped back to
Site configuration programmed and checked E’r Yes | Gatso USA for a addition check and/or repair.
'LTR compliant and approved |

‘Date: - Technician Name:

6/23/2016 Brian Grace
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FN-E1118 LTR ON SITE SPEED CALIBRATION SHEET

'LTR SERIAL NUMBER 582
"-5’
| . INDENTIFICATION
.Custnmer Cedar Rapids IA

Location 1380 SBZ Lane 4

i —— ey (TSR S e, S 2

Location Code 138052
Calibration date 6/23/2016 |
qCallhratlun Technician Name Brian Grace E
‘executed by: Company Gatso USA E
i
EUSED TSS DEVICE
: T
‘Serial number TSS simulator 100402 Calibration date 6/14/2016 g
Serial number TSS antenna 20800083 Calibration date 6/14/2016 E
' == !

VISUAL INSPECTION

Is there any physical damage to housing?

Is the LTR cable connector weather-tight?
SITE CONFIGURATION FILE i
Site configuration file downloaded Yes No Saved as N/A

I

'SPEED CALIBRATION o S—

-‘GEI‘IEFEtE speeds with the TSS and calibrate the measurement of the LTR accurdlng procedure Cl-07-07-USA.
%Repeat measurements 3 times for Ea!:h value.

'ﬂi

i;i

LTR is set and calibrated in direction q ﬁppmachiﬁg E
E Speed in Limits Speed in Measured speeds by LTR Results within limits
km/h min  max mph i 1st 3rd

E 15 14 16 9.3 87 99 4. 3 ? g ‘?‘; d.‘fes [0 No i
'g 24 % | 25 149 143 155 /L(* z !L[ 9 “7_[- 4 [9/ Yes O No 1

Yes No
Yes [ No

48 47 49 29.8 292 304 2 f 6.8 25 §
72 71 73 447 441 454 ‘f‘f’? 44 y Y4

m/ |
i 26 95 97 59.7 59.0 603 f?? g’ ﬁ g’ 5-9 ,5/ g Yes . No 1
120 118.8 121.2 74.6 738 | 753 711(7 ‘74 7 74‘.7 | Yes [ No 5
144 1426 145.4 89.5 886 904 Y20 §5.¢, 5§71 o Yes No
160 1584 161.6 99.4 984 1004 59 = G4 S 445" @ Yes No
185 183.2 186.9 115.0 113.8 116.1 //# ? / /&,l g J /4? ? Yes No .i
200 1980 202.0 1243 1230 1255 / _24 4 (24 & 124, 8 Yes O No
APPROVAL of CALIBRATION hpdes )

] If NO the LTR is not compliant and must be replaced und-shfpped backto |
" Gatso USA for a addition check and/or repair.

All speed measurement within limits
Site configuration programmed and checked
LTR compliant and approved

Date: MM rechnician Name

]

1 6/23/2016 Brian Grace
! Remarks
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